[Development of the portable blood glucose meter].
This article introduces the research work on blood glucose assay instrument. It uses the method that immobilizes enzyme on nylon66 film and detects resultant color by photo-electric sensor The detecting range is 0-30 mml/L and the detecting time is 50 s.